
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

BIODEX
Biodex Medical Systems, Inc.

20 Ramsey Road, Shirley, New York, 11967-4704, Tel: 800-224-6339 (Int’l 631-924-9000), Fax: 631-924-9241, Email: info@biodex.com, www.biodex.com 

FN 14-124  4/14 

Radiacwash™  
Radiodecontamination Solution 
DIRECTIONS FOR USE MANUAL 
 
005-100 
005-155 
005-400 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

BIODEX
Biodex Medical Systems, Inc.

20 Ramsey Road, Shirley, New York, 11967-4704, Tel: 800-224-6339 (Int’l 631-924-9000), Fax: 631-924-9241, Email: info@biodex.com, www.biodex.com  



 

2 Biodex Medical Systems, Inc. © 2014 

This manual contains directions for use for the following 
products: 
 
005-100 Radiacwash™, bottle, 1 gal 
005-155 Radiacwash™, drum, 55 gal 
005-400 Radiacwash™, spray mist, 1 L bottle 
 
 

About RADIACWASH: 

RADIACWASH is a concentrated solution designed for the rapid 
control of radioactive contamination. RADIACWASH removes 
radioactive particles from surfaces by a two-way action:  it 
sequesters metallic ions which contaminate surfaces, then lifts up 
and suspends the contaminating particles, allowing them to be 
rinsed and/or wiped away.   

RADIACWASH combines a number of different chemical and 
physical principles, acting as a surface wetting sequestering 
agent, chelater, carrier, ion-exchanger, emulsifier, solvent, 
complexer, peptizer and detergent. 

RADIACWASH is formulated to decontaminate a wide range of 
radioactive contamination including radioisotopes and fission 
products without affecting surfaces.  

RADIACWASH has a neutral pH, contains no phosphates, 
chromates, silicates, enzymes, borates, aluminates, carbonates, 
halids and inert fillers. RADIACWASH is non-alkaline, non-
corrosive, germicidal and biodegradable. 

 
RADIACWASH can be used on surfaces including metal, glass, 
epoxy resin, porcelain and plastic. 
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RADIACWASH™ Bottle 
Dilute RADIACWASH with 5 to 40 parts of water according to level 
and type of contamination to be removed. Apply solution with a 
sponge, brush, cloth or by spraying.  Use a brush when surface to 
be cleaned is porous.  Rinse with water.  If possible, wipe dry with 
paper towel. Monitor and repeat if necessary.  

RADIACWASH™ Drum  

Dilute RADIACWASH with 5 to 40 parts of water according to level 
and type of contamination to be removed. Apply solution with a 
sponge, brush, cloth or by spraying.  Use a brush when surface to 
be cleaned is porous.  Rinse with water.  If possible, wipe dry with 
paper towel. Monitor and repeat if necessary.  

RADIACWASH™ Spray Mist  

Spray onto surface or object to be decontaminated. Use a brush 
when surface to be cleaned is porous. Rinse with water.  If 
possible, wipe dry with paper towel.  Monitor and repeat if 
necessary.  

 

CAUTION: Keep RADIACWASH away from eyes, body 
cavities, sensitive skin, abrasions and open cuts.  
Flood effected areas with water. Do NOT take internally. 
Avoid contact with mucous membranes! 
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