ultra Pro™
ultrasound table
operation manual
058-720
058-725

BIODEX

Biodex Medical Systems, Inc.
20 Ramsey Road, Shirley, New York, 11967-4704, Tel: 800-224-6339 (Int’l 631-924-9000), Fax: 631-924-9241, Email: info@biodex.com, www.biodex.com
FN: 08-047 Rev B 12/14

ultra pro™ ultrasound table

this manual covers operation procedures for the following products:
058-720
058-725

table, ultra pro ultrasound, 115 VaC
table, ultra pro ultrasound, 230 VaC

table of Contents
Definition of Symbols ..................................................................................................................iV
Before proceeding..........................................................................................................................V
important Safety information ......................................................................................................Vii
Warranty ......................................................................................................................................iX
Chapter 1: IntroduCtIon ....................................................................................................................................1-1
intended use ..............................................................................................................................1-1
indications for use......................................................................................................................1-1
General Cleaning and maintenance instructions..........................................................................1-1
table parts and adjustments ......................................................................................................1-2
Chapter 2: asseMblY and table oPeratIon ............................................................................................2-1
relocating the table ....................................................................................................................2-1
Height adjustment ....................................................................................................................2-1
trendelenburg/reverse trendelenburg ......................................................................................2-1
Fowler Back adjustment ............................................................................................................2-2
leveling the table ......................................................................................................................2-2
installing and using optional accessories ..................................................................................2-2
Foot Controller ........................................................................................................................2-2
articulating Scanning arm Board..............................................................................................2-3
Side rails ................................................................................................................................2-4
Headrest extension ..................................................................................................................2-5
paper Dispenser ......................................................................................................................2-6
iV pole......................................................................................................................................2-7
aPPendIX a – sPeCIFICatIons ............................................................................................................................a-1
aPPendIX b – ConForManCe to standards ..........................................................................................b-1
aPPendIX C – sCHeMatICs....................................................................................................................................C-1

D
Definition
of Symbols

The
T following symbols and their associated definitions
are used and implied throughout this manual.

a

Symbol

Definition
Carefully
Ca
refully rread
ead th
these
ese iinstructions
nstructions p
prior
rior to u
use
se
C
aution
Caution
Gener
al W
arning
General
Warning
G
eneral M
andatory A
ction
General
Mandatory
Action
Da
Dangerous
ngerous Voltage
Voltage
“On” Power
Power
“Off” Power
Power
Ea
rth ((ground)
ground)
Earth
Alternating C
urrent
Alternating
Current
Fuse
Fuse
USB
USB Connector/Cable
Connector/Cable
W
Waste
aste iin
n El
Electrical
ectrical Eq
Equipment
uipment
Da
Date
te o
off M
Manufacture
anufacture
Type B Applied Part
Part
C
CE
EM
Mark
ar k
C
CE
EM
Mark
ark ffor
or p
products
roducts w
with
ith EC C
Certificate
ertificate
C
Certified
ertified ffor
or S
Safety
afety b
by
y ET
ETL
L IIntertek
ntertek

Biodex Medical Systems, Inc. © 2012

Before proceeding
NOTE: The warnings, cautions and instructions provided in this manual must be read,
followed and kept available for consultation at all times. Observing the information,
instructions and procedures presented throughout this manual is essential for using
this product both properly and safely.

sPeCIFIC CautIons
• allow only qualified, trained personnel to operate or service this product.
• if the equipment is used in a manner other than specified in this operation manual,
the protection provided by the equipment may be impaired and results could be
compromised.
• never leave patient unattended on table.
• When the table is used in a wet environment, it is recommended that the foot
controller be covered with a plastic bag and sealed as watertight as possible.
en Garde sPÉCIFIQues
• permettez au personnel seulement autorisé, entraîné de faire marcher ou assurer
l'entretien de ce produit.
• Si l'équipement est utilisé dans une manière autre qu'indiqué dans ce manuel
d'opération, la protection fournie par l'équipement peut être diminuée et les
résultats pourraient être compromis.
• ne quittent Jamais le patient sans surveillance sur la table.
• Quand la table est utilisée dans un environnement mouillé, il est recommandé que
le contrôleur de pied soit couvert avec un sac de plastique et cacheté si inattaquable
que possible.
CautIon: unauthorized modifications to this product are not permitted and will void
the manufacturer’s warranty. unauthorized modification of the product may result in a
hazard to the user and/or patient. Do not modify this equipment without authorization
from the manufacturer.
attentIon: les modifications faites sans autorisation à ce produit ne sont pas
permises et va faire le vide la garantie du fabricant. la modification faite sans
autorisation du produit peut s'ensuivre dans un hasard à l'utilisateur et-ou le patient.
ne modifiez pas cet équipement sans autorisation du fabricant.
CautIon: Biodex ultrasound tables are intended to provide a safe ergonomic
environment for the sonographer and patient.
attentIon: les tables d'ultrasons de Biodex sont destinées pour fournir un
environnement ergonomique sûr au sonographer et le patient.

CautIon: Before moving the table with a patient, make sure side rails are in the up
position and body straps in place to secure the patient.
attentIon: avant le fait de déplacer la table avec un patient, assurez-vous que les rails
de côté sont dans en haut la position et les courroies de corps dans l'endroit pour
protéger le patient.

training
this operation manual includes assembly and operating instructions. operating/assembly
questions can be directed to our service department during business hours.

user profile
patient
the product (without accessories) shall accommodate patients fitting the following profile:
Height: from infant to 74 inches (6ft - 2in).
Weight: up to 500 lbs
age: infant to 65 years of age.
Sonographer
the product shall accommodate sonographers fitting the following profile:
5th percentile female, 20-65 years of age
95th percentile male, 20-65 years of age

product Certifications and Classifications
the ultra pro ultrasound table has received the following certifications, and falls within the following classifications:
•

etl listed electrical equipment, General requirements for Safety conforms to en 60601-1,
2nd ed, en 60601-1:1998, en 61000-6-1, en 61000-6-2, en 61000-6-3, en 61000-6-4,
en 60601-1-2, en 1970, ul 60601-1, 1st ed, 4-25-2003 rev 2006/04/26 and
Can/CSa C22.2 no.: 601.1m9.

•

type B applied part

•

electromagnetic Compatibility: this equipment complies with the medical equipment
ieC60601-1-2 emC Standard.

authorized european Community representative:
EC

REP

emergo europe
molenstraat 15
2513 BH, the Hague
the netherlands

important Safety information
CAUTION: Federal Law restricts this device to sale by or on the order of a physician,
sonographer or other licensed professional.
ATTENTION: La Loi Fédérale restreint cet artifice à la vente par ou sur l'ordre d'un
docteur, sonographer ou d'autre professionnel agréé.
Follow the unpacking and assembly instructions document.
Before using this equipment, read the entire operation manual carefully. Failure to read
the manual may result in user error or injury. Be sure to save all provided documents
for future reference.
make certain to understand all warning and caution labels as explained in the Before
proceeding section of this manual.
this product should be used only as specified in the operation manual.

Biodex ultrasound tables are designed for use in a patient environment.
les tables d'ultrasons de Biodex sont conçues à l'utilisation dans un environnement
patient.
For product specifications, refer to the table of Contents.
this medical electrical equipment requires special precautions regarding emC and must
be assembled and placed into service according to emC information provided in this
manual. For electromagnetic compliance definition, refer to the table of Contents.
reference Cleaning and maintenance instructions in table of Contents.

CAUTION: Operation for 058-720: 120 VAC, 60 Hz; 058-725 230 VAC, 50 Hz.
ATTENTION: Opération pour 058-720: 120 VAC, 60 Hz; 058-725 230 VAC, 50 Hz.
WARNING: Only use approved power supplies.
AVERTISSEMENT: N'utiliser que les alimentations homologuées

CAUTION: To avoid risk of electric shock, this equipment must only be connected to
supply mains with protective earth.
ATTENTION: Pour éviter le risque de choc électrique, cet équipement doit uniquement
être connecté à un approvisionnement conduites avec la terre protectrice.
CAUTION: The plug is considered the method of disconnecting the product from main
power. Do not place the product in a position where the plug is not easily accessible.
ATTENTION: Le bouchon est considérée comme la méthode de déconnexion du produit
d'alimentation. Ne placez pas le produit dans une position où le bouchon n'est pas
facilement accessible.
CAUTION: This product is intended to remain in one location during operation. The
product is provided with wheels for relocation and should be used when performing this
operation. Once positioned, engage the central locking system lever to ensure stability.
ATTENTION: Le produit est voulu rester dans un emplacement pendant l'opération.
Le produit est fourni avec les roues pour la relocalisation, et devrait être utilisé en
exécutant cette opération. Une personne peut déplacer le produit.

Biodex ultrasound table Warranty
1. product Warranty
a. this equipment and its accessories (excluding cushions), are warranted by BioDeX
meDiCal SYStemS, inC., against defects in materials and workmanship for a period of
two years from the date of shipment from BioDeX meDiCal SYStemS, inC. During the
warranty period, BioDeX meDiCal SYStemS, inC. will in its sole discretion, repair
(on-site), send replacement parts or replace the equipment found to have such defects,
at no charge to the customer.
eXCept aS StateD aBoVe, tHere are no WarrantieS, eXpreSSeD or implieD,
inCluDinG WitHout limitation WarrantieS or merCHantaBilitY or FitneSS For
uSe. BioDeX DoeS not aSSume liaBilitY For inCiDental, ConSeQuential or inDireCt
DamaGeS inCluDinG loSS oF uSe, SaleS, proFitS or BuSineSS interruption.
B. this warranty does not apply if the product, as determined by BioDeX meDiCal
SYStemS, inC., is defective due to abuse, misuse, modification or service performed by
other than a BioDeX meDiCal SYStemS, inC. authorized repair representative. misuse
and abuse include, but are not limited to, subjecting limits and allowing the equipment
to become contaminated by fluid materials.
C. in order to obtain warranty repair service and to expedite repair process, please contact
BioDeX meDiCal SYStemS, inC. Support Services Dept. at 800-224-6339, and select
radiology product support as prompted.

2. Warranty is non-transferable.
3. non-Warranty Service
a. repairs and/or replacements not covered by this warranty may be performed by
BioDeX meDiCal SYStemS, inC. authorized service representatives.
B. the cost of transportation to and from the service location will be the responsibility of
the customer.

service Procedure
if you think you have a service problem, take the following action:
1.

Check to see that the problem occurs more than once.

2.

refer to the instruction manual and operations procedure.

if you still think you have a service problem, call BioDeX meDiCal SYStemS, inC.,
Service Department at (800) 224-6339 and select radiology product service as prompted.
Keep yourself and the phone next to the equipment.
1.

Service will ask you for a brief description of the problem. We will ask specific questions about
the malfunction that occurred. this diagnostic process may take a few minutes, so call us when
you can set aside an uninterrupted block of time.

2.

after taking the information, we will advise on the action we will take.

3.

Sometimes service personnel must consult with engineering and it may take time to get back
to you. Be sure to let the service representative know your schedule so that we can call at a
convenient time.

4.

the return call may be from a person other than whom you first reported the problem to.

5.

after analyzing the problem, we will decide if the unit can be repaired on site, or replacement
parts will be sent.

6.

if the unit must be returned, it will be given a return materials authorization number (r.m.a. #)
by us. pack the table in the carton that it was originally shipped in. it is the customer's
responsibility for any damage that occurs during shipping.

7.

non-warranty/non-service contract charges for repair are as follows:
a. materials
+
b. time
+
c. travel Zone

Contact information
biodex Medical systems, Inc.
20 ramsey road, Shirley, new York, 11967-4704
tel: 800-224-6339 (int’l 631-924-9000)
Fax: 631-924-8355
email: supportservices@biodex.com
www.biodex.com

1. introDuCtion
Intended use
the ultra pro ultrasound table was designed to provide a safe ergonomic environment for the
sonographer and patient. the design features are intended to relieve musculoskeletal stress on
the sonographer while scanning, and to provide the utmost patient comfort.

Indications for use
the ultra pro ultrasound table is typically used in radiology departments, cardiovascular facilities, diagnostic imaging centers and private practice clinics to achieve quality images for a variety of procedures and patient applications, reducing physical stress and strain on the
sonographer while scanning.
the ultra pro table is so accommodating it reduces the total amount of time required to
achieve a quality image. the table’s design features vertical height adjustment to accommodate
sonographers petite and tall, or the option to frequently change from seated to standing work
position. the motorized Fowler back is infinitely adjustable up to 80° via hand or optional foot
controller. the leg section drops down to 40° for patients with circulatory issues and 80° for
stirrup access. Five-inch locking swivel casters and a central locking system, accessible from
either side of the table, secure table position.
Sonographer and patient safety are accomplished through features such as the stirrups, side
rails and body straps. patient comfort is assured, even through lengthy procedures by a thick
mattress and table adjustability, including Fowler positioning to 80 degrees.

General Cleaning and Maintenance
1. as required, cleanse all exterior surfaces and tabletop pads with a mild detergent solution,
such as parker laboratories protex Disinfectant or any one-step disinfectant that does not
contain bleach.
2. Keep wheel assemblies free of foreign materials and dirt accumulation.
3. periodically inspect all welds.
4. periodically check bolts on table, tighten if necessary.
5. periodically inspect all strap holders. any holder that feels loose should be removed and
reattached after adding a spot of loctite® threadlocker (Blue #242) to the bolt threads. this
should ensure that the bolt will not loosen again in the future.

table Parts and adjustments
Fowler Back
motor controlled with infinite
adjustment through 80°

Optional Flush-mounted
Side Rails
fold beneath the table for
unencumbered access

Durable Hand
Controller

Leg Section
folds down for
stirrup access

Central Floor
Locking System

O

2. assembly and table operation
relocating the table
CAUTION: Before moving the table with a patient, make sure side rails are in the up
position and restraining straps in place to secure the patient.
ATTENTION: Avant de déplacer la table avec un patient, assurez-vous que les rails
latéraux sont dans les courroies hautes de position et de corps en place pour fixer le
patient.
this table can be easily moved across smooth surfaces.
to move the table, release the central locking system by pressing with your foot on the short
end of the central locking lever. all four wheels release at the same time.
once positioned, depress the end of the lever to engage the central locking system,
ensuring stability.
NOTE: In addition to the central locking system, each wheel can be locked
individually by stepping down on the individual wheel lock lever.

Height adjustment
table height is conveniently adjusted with the hand-held or optional foot
controller. D-ring holders are provided on the end of the straps at each side
of the table frame to hold the hand controller when it is not in use. the
hand controller can be moved to either side of the table. a power light
on the controller indicates that power from the control box is on.
•
•

to raise the table: press and hold down the table up button.
to lower the table: press and hold down the table down button.

NOTE: The control box, located underneath the tabletop, is labeled with
controller specific information.

Figure 2. Hand
Controller
activates table
positions.

trendelenburg Positioning
the table can provide up to 15° trendelenburg or reverse trendelenburg positioning by
raising or lowering either the head or foot end of the table with the hand-held or optional foot
controller.
•

For trendelenburg positioning: press and hold down the foot-end up button on the hand
controller. this will simultaneously raise the foot end and lower the head end of the table.
release the button when the desired angle is achieved.

•

For reverse trendelenburg positioning: press and hold down the head-end up button on the
hand-held controller. this will simultaneously lower the foot end and raise the head end of
the table. release the button when desired angle is achieved.

Fowler back adjustment
the motorized Fowler back is infinitely adjustable to 80° via the hand-held or optional foot
controller.

leveling the table
the table has a self-leveling feature which can be used when the table is in a trendelenburg or
reverse trendelenburg position.
•

to level the table, press and hold both Fowler back buttons on the hand-held control.

Installing and using optional accessories
NOTE: The tools needed to install all table accessories are provided with the table. These
include a 7/16" wrench, 9/16" wrench and a Phillips screwdriver.
Foot Controller (058-740)
the optional foot controller uses three separate rocker style pedals to control tabletop height,
trendelenburg/reverse trendelenburg and Fowler positioning. (See Figure 3.)
CAUTION: When the table is used in a wet environment, it is recommended that the
foot controller be covered with a plastic bag and sealed as watertight as possible.
ATTENTION: Quand la table est utilisée dans un environnement mouillé, il est
recommandé que le contrôleur de pied soit couvert avec un sac de plastique et cacheté
si inattaquable que possible.
to install the foot controller:
1. locate the foot control port on the frame underneath the seat cushion.
2. insert the foot controller plug into the port (labeled "foot control") so that the plug key faces
up and slides fully into the port slot. the foot controller should now be ready for use.
using the foot controller:
to use the foot controller, simply press and hold down the appropriate rocker switch with your
foot to adjust the table as desired. releasing the rocker switch at any time immediately stops
the motion.

Figure 3. The optional foot controller can be used to adjust tabletop height, Trendelenburg/Reverse Trendelenburg, and
Fowler positioning.

articulating scanning arm board, (058-736)
the optional articulating Scanning arm Board is installed by inserting the arm board tube into
the receiving tube located on each side of the table. the arm board tube compensator, located
toward the end of the tube, may need to be adjusted before inserting the arm board tube into
the receiving tube or for any slack that may occur over time. to adjust the compensator, use
the allen key that is provided to either expand or retract the compensator for proper fit.
the arm board pivot is adjustable at any point along its 130° arc. to adjust, press the yellow
button on the arm board and move to the desired location; release the yellow button.
to remove the arm board, press the release button beneath the receiving tube and pull to remove.

Compensator

Allen Key

Adjustment Screw

Receiving tube

Adjustment Screw

Arm board tube
Release button

Angle adjustment knob

side rails (058-633)
the optional side rails can be installed on both sides of the table. each rail pivots individually to
either the raised or lowered position. two rails are supplied; one for each side of the table.
to install the side rails:
1. using a 7/16" wrench, remove the four 1/4-20" hex head screws from under the abdominal
cushion (toward the rear of the cushion) on the side of the table to which the side rail will
be installed. remove the strap bracket and save the screws to reinstall in Step 3.
2. position the side rail support bracket against the bottom of the cushion so the four
pre-drilled screw holes in the bracket align with the screw holes under the seat cushion.
3. using a 7/16" wrench install the four screws removed in step 1 through the side rail support
bracket. tighten securely.
4. press the small piece of vinyl trim bumper onto the lower frame edge beneath the mid-point
of the seat.
5. install the straps into the side rails strap brackets.
using the side rails:
1. to raise either side rail, pull out the side rail pull pin and gently swing the rail upward so that it
locks fully into position.
2. to lower either side rail, pull out the side rail pull pin and, while supporting the side rail, allow
it to gently swing down and under the table until the rail locks in place.

Figure 4. Installing the side rails.

Headrest extension (058-738)
the optional headrest is removable and adjustable. to install the headrest, simply slide it into
the receiving tube at the head end of the table until it clicks into place.

Push to adjust angle.

Push to release.

Figure 5. Installing the headrest extension

Paper dispenser (058-611)
manufactured to accommodate a roll of hygienic table paper (sold separately), the optional
dispenser is mounted to the head end of the table.
installing the paper dispenser:
1. raise the Fowler back section of the table completely.
2. using a 7/16" wrench, remove the two 1/4-20" hex head screws from under one side of the
head end of the Fowler back cushion. (See Figure 6.)
3. position the appropriate paper dispenser mounting bracket on the bottom of the Fowler
back cushion as shown below. ensure the pre-drilled screw holes align with the screw holes
from step 2.
4. using a 7/16" wrench, install the two 1/4-20" hex head screws removed in step 1 through
the dispenser mounting bracket and tighten to secure the paper dispenser bracket in place.
5. repeat steps 1 – 4 for the opposite side.
6. place a role of paper on the paper dispenser rod and install the rod between the brackets.
press in on either spring-loaded end of the paper dispenser bar in order to slide it into the
brackets.
7. pull the paper over the cushions.
8. pull unused paper through the cutter strap which mounts at the foot end of the table.
9. after use, cut the paper and dispose of used portions.

Mounting Bracket

Mounting Bracket

Figure 6. Using a 7/16" wrench, install the two 1/4-20" hex
head screws removed in step 1 through the dispenser
mounting bracket and tighten to secure the paper dispenser
bracket in place. Repeat steps 1 – 4 for the opposite side.

Figure 7. Place a role of paper on the paper dispenser rod
and install the rod between the brackets. Press in on either
spring-loaded end of the paper dispenser bar in order to slide
it into the brackets.

I.V. Pole (058-737)
the optional i. V. pole must be installed on the patient's right side of the table.
installing the i.V. pole:
1. using a 7/16" wrench, remove the two 1/4-20" hex head screws from the end of the
tabletop frame on the side of the table to which the i.V. pole will be installed.
2. position the i.V. pole support bracket against the side frame so the two pre-drilled screw
holes in the bracket align with the screw holes on the tabletop frame. the i.V. pole should
face up and toward the head end of the table.
3. using a 7/16" wrench, install the two screws removed in step 1 through the i.V. pole mounting bracket. tighten the screws to secure.
4. insert the i.V. pole into the i.V. pole mounting bracket. ensure that the i.V. pole passes
through both the top and bottom holes in the mounting bracket to ensure i.V. pole stability.

Figure 8. Installing the I.V. Pole.

a. appenDiX a - SpeCiFiCationS
dimensions:
overall: 70" l x 30" w (177.8 x 76.2 cm); 35" w (88.9 cm) with optional side rails
drop-down leg section: 12.6" l (32 cm)
Motions:
Height adjustable: 23" to 39" (58.4 to 99 cm)
trendelenburg: 0° to ±15°
Fowler back: 0° to 80° infinitely adjustable
Controls:
Hand Control: activates height, trendelenburg motions, Fowler positioning and
auto level motions
Foot Control (optional): activates height, trendelenburg motions, and Fowler positioning
Wheels: 5" (12.7 cm) individual locking swivel casters; central floor-locking system
tabletop: three primary sections: torso section with Fowler positioning, center section remains
fixed and leg section drops down to 40° and 80° for stirrup access
Mattress: torso section 2" (5 cm) thick, center and leg sections 3" (8 cm) thick; naugahyde®,
antimicrobial mattress cover with advanced BeautyGard® provides protection against bacteria
upholstery Color: Graphite
Patient restraints: two body straps
Finish: powder coat
Patient Capacity: 500 lb (227 kg); weight tested to four times the patient load rating.
Weight: 335 lb (152 kg)
Power: 115 VaC or 230 VaC
Warranty: two-year
Certifications: etl and cetl listed to ul60601-1 and Can/CSa C22.2 no. 601.1-m90 and
en 60601-1 standards.
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Ergonomic Sonography chair
Modern, ergonomic design - Sonography Chair features
a foot ring for additional support and positioning.
Modern, ergonomic design, manufactured with recycled materials, offers multiple adjustments for seat
height, back height and backwards tilt tension adjustment with integrated seat slider. Color matches
the 700 Series of Biodex Ultrasound Tables. Sonography Chair features a foot ring for additional support
and positioning.
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